[Bronchial obstruction caused by incorrect positioning of a temperature probe].
In a case of open heart surgery a temperature probe was inserted orally to monitor the temperature in the esophagus. After insertion, the arterial oxygen tension decreased. Fiberoptic examination of the bronchial system revealed an obstruction in the right main bronchus by the temperature probe. After removal of the probe normal oxygenation was restored.